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This paper reports the formulation and re- 
sults of a Monte Carlo study of uncer- 
tainties in noise-parameter measurements. 
The simulator permits the computation 
of the dependence of the uncertainty in the 
noise parameters on uncertainties in the 
underlying quantities. Results are obtained 
for the effect due to uncertainties in the 
reflection coefficients of the input termina- 
tions, the noise temperature of the hot 
noise source, connector variability, the am- 
bient temperature, and the measurement 
of the output noise. Representative results 
are presented for both uncorrelated and 
correlated uncertainties in the underlying 
quantities. The simulation program is 



also used to evaluate two possible enhance- 
ments of noise-parameter measurements: 
the use of a cold noise source as one of the 
input terminations and the inclusion of a 
measurement of the "reverse configuration," 
in which the noise from the amplifier in- 
put is measured directly. 
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Introduction 



Propagation of uncertainty in measurements of am- 
plifier or device noise parameters can be a complicated 
task that does not admit an analytical solution. The 
dependence of the noise parameters on the measured 
quantities is generally nonlinear, and the noise parame- 
ters are typically determined by a least-squares fit to an 
overdetermined system of equations. Monte Carlo meth- 
ods are well suited to such problems. They have been 
used to compare different choices of input terminations 
[l]-[3] in noise-parameter measurements, and have re- 
cently been used to study the dependence on the uncer- 
tainties in the underlying quantities [4], [5]. 

The present paper extends the work of [4] and [5] in 
several respects. The possibility of correlations among 
uncertainties in the underlying quantities has been 
added to the simulator, as has the choice of either a 
Gaussian or a rectangular distribution for uncertainties 
in the ambient temperature. The presence of correlations 



in particular can lead to important effects in the final 
uncertainties. Also, a different analysis program has 
been used. The analysis program used in the earlier 
work lumped together the device under test (DUT) and 
the receiver used in the measurement. The uncertainties 
in the noise parameters of the DUT were obtained by 
assuming that the DUT and the receiver could be disen- 
tangled without the introduction of any additional un- 
certainty. Equivalently, the uncertainties arising from 
the power measurement were all contained in one power 
uncertainty, assuming a perfectly matched, noiseless 
power meter. The present work uses a different analysis 
program, which includes a full, realistic estimate for the 
uncertainty in measurement of the output of the DUT 
for the different input sources. A highly abridged sum- 
mary of the present work was presented in [6]. 

We refer to the gain and the noise parameters, which 
are the quantities to be determined in typical amplifier 
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noise measurements, as the output variables, to distin- 
guish them from what we will call the underlying quan- 
tities. The underlying quantities are those that are not 
themselves the object of the measurement, but that must 
be known or measured in order to determine the output 
variables. The underlying variables comprise the noise 
temperatures and reflection coefficients of the input ter- 
minations, the output noise temperature or power from 
the amplifier for each of the input terminations, and the 
^-parameters [7] of the amplifier (other than 15211). The 
ambient temperature is considered an underlying vari- 
able since most of the input terminations are passive 
devices at ambient temperature. The work reported here 
uses a simulation program for amplifier noise measure- 
ments, along with a companion analysis program, to 
estimate the uncertainties in the output variables for 
known values of the underlying variables. The depen- 
dence of the uncertainty in each output variable on the 
most important of the underlying uncertainties is com- 
puted, including the effect of correlations among the 
errors in the underlying quantities. The total uncertain- 
ties are given for some representative sets of underlying 
uncertainties. The simulation program is also used to 
evaluate two possible enhancements of noise-parameter 
measurements: the use of a cold noise source as one of 
the input terminations, and the inclusion of a measure- 
ment of the "reverse configuration," in which the noise 
from the amplifier input is measured directly. 

The following section contains the background theory 
for the work, both a review of the formalism used to 
describe amplifier noise parameters and a discussion of 
the simulation process. Section 3 presents results ob- 
tained for the noise-parameter uncertainties and dis- 
cusses some general features of those results. Section 4 
summarizes the work and discusses possible future ex- 
tensions. 



2. Theory 

2.1 Formulation 

The formalism used is based on the wave representa- 
tion of the noise matrix. It is essentially the same for- 
malism as that of [8], but with a few differences in 
notation. This formulation of noise parameters is conve- 
nient because of its versatility: it naturally accommo- 
dates measurements in the "reverse" direction, and it 
provides a simple treatment of isolators. The normaliza- 
tion is such that the spectral power density is given by 
the square of the absolute value of the wave amplitude. 
We assume that the noise amplitudes are approximately 
constant in a small bandwidth (1 Hz, for example) 
around the frequency of interest, and we have divided 



out that bandwidth. Throughout this paper, the term 
"noise temperature" denotes the available noise power 
spectral density divided by the Boltzmann constant ks. 
The amplifier (or transistor) is assumed to be a linear 
two-port. Its behavior can therefore be represented by 



biJ \a2/ \b2 



(1) 



where S is the usual scattering matrix, a^^ and bi2 are 
the usual incident and outgoing travelling waves, as in 
Fig. 1, and bi and bj represent the contribution from the 
intrinsic noise of the amplifier, present even in the ab- 
sence of any incident wave. The intrinsic noise wave 
amplitudes bi and ^2 are not themselves measured; 
rather the measured noise characteristics of the ampli- 
fier are the elements of the intrinsic noise matrix 



Ny^ib^;), 



(2) 



where the star indicates complex conjugate, and the 
brackets indicate a time or ensemble average (assumed 
to be the same). The four independent elements are 
(l^iP), (1^21^), and the real and imaginary parts of (bi bl). 
For notational convenience, we define 

hx, ^ (ifc/>, k^X2 ^ {\b2lS2,?), k^Xn ^ {kikis^,)"), 

(3) 

where the X parameters have the dimensions of temper- 
ature (K). Division of i>2 by S21 has the effect that the X 
parameters are all approximately the same order of mag- 
nitude, which is convenient in the data fitting and also in 
making approximations or arguments about the relative 
importance of different terms. Although all the calcula- 
tions for this paper were done in terms of the X parame- 
ters, the results will be given in terms of the conven- 
tional IEEE parameters [9]. The relationship between 
the two sets of parameters is easily obtained from the 
relationship between the noise matrix and the IEEE 
parameters [8]; the equations are given in [5], and we do 
not reproduce them here. The particular form of the 
IEEE parameters that we use is defined by 




Fig. 1. Conventions for Eq. (1). 
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, + f 



ir„. 



ii + r„p,p(i -iron 



(4) 



where the four parameters are r,ni„, t, and the complex 
Fop,. Tc is the effective input noise temperature due to 
noise from the amplifier itself; T,„in is the minimum 
value of Tc, -Topt is the value of the input reflection 
coefficient for which the minimum of T^ occurs; and t 
controls how rapidly T^ increases as the input reflection 
coefficient Fq moves away from /"op,. 

Two measurement configurations will be considered, 
the forward configuration of Fig. 2(a) and the reverse 
configuration of Fig. 2(b). The forward configuration is 
the usual configuration for measuring amplifier noise 
properties, but the reverse configuration can also be 
measured [8], [10]-[12], and it provides a very good 
determination of the parameter Xi. The output noise 
temperature for the two configurations can be written in 
terms of the scattering and noise parameters of the am- 
plifier and the reflection coefficient Fa and noise tem- 
perature Tq of the source or generator. For the forward 
configuration, the equation is 



T2 = 



l52iP f (1 - IFoP) 


X Xi -H ^2 H- 2 Re 


/ G^12 

Ll - FoSni 



Fo 



1 -FoS 



GJU 



(5) 



and for the reverse configuration it takes the form 

^ ^ 1 [ iSnWi - iroP) ^i2^2irG 

' (1 - \F6sn 1 II - FaS22\' ° 1 - F0S22 

S]2S2]i G^12 



X X, -H X, -H 2 Re 



1 - F0S2. 



(6) 



where Fas is the reflection coefficient of the amplifier 
and source at plane 2 in Fig. 2(a), and Fos is the reflec- 
tion coefficient of amplifier and source at plane 1 in Fig. 
2(b), 



/ GS — S22 + 



_ J G'J21'Jl2 

[ Gs — J22 "I" ^, r c ^ 
(l 1 aJii) 

I G>J12'J21 



(7) 



/ GS — Jll + 



" (l-Tofe) 



To, To 



To, To 



(a) 



2 
(b) 



Equations (5) and (6) are for the noise temperature at the 
indicated reference plane (1 or 2), since that is what the 
NIST radiometer measures. Equations for the power de- 
livered to a receiver connected at that reference plane 
can be obtained simply by introducing a mismatch fac- 
tor [5]. 

In Eqs. (5) and (6), the quantities Fq, Fqs, /"gs, and the 
5 -parameters (except 1^21 1) can all be accurately mea- 
sured with a vector network analyzer (VNA); and Tq is 
assumed to be known. For the composite reflection co- 
efficients, Fgs and Fgs, the program offers a choice: 
they can be measured directly or they can be computed 
by cascading the measured values of Fa and the ampli- 
fier's 5 -parameters. The results presented in this paper 
all assumed that they were obtained from the cascade 
computation. The quantities that must be determined 
from the noise measurements are the noise parameters 
{Xi, X2, and X12) and l5'2iP = Go. These five parameters 
are determined using a slight variation on a standard 
method [13]: the output noise temperature (rather than 
power as in [13]) is measured for a number of different 
input noise temperatures, and a least-squares fit is per- 
formed to the resulting set of equations (5) and possibly 
(6). Most of the measurements will be of the forward 
configuration, but we will also investigate the effect of 
including a measurement of the reverse configuration. 
The least-squares fit was weighted by the inverse square 
of the estimated uncertainty in the measured output 
temperature. The effect of the weighting is small unless 
the measurements include one of the reverse configura- 
tion, which has an output temperature many orders of 
magnitude smaller than the forward measurements. 

A convenient feature of the X parameters is that if a 
reverse measurement is not present, the equations can 
easily be put in a linear form, 



-* out,/ — y I ^iJ^J » 



(8) 



with Zi = GoXu Z2 = G0X2, Z3 = Go Re Xn, Z4 = Go Im 
X12, Z5 = Go- In practice, we have both a full nonlinear 
fitting routine, which can accommodate any combina- 
tion of measurements, and a linear routine, which can be 
used if only forward measurements are made. We have 
checked that the two programs yield identical results in 
cases where both can be used. 

To better understand some of the results that will be 
obtained below, it is helpful to consider some general 
features of Eqs. (5) and (6), much in the manner of [14]. 
If Fg = 0, Eq. (5) reduces to the familiar form for the 
matched case 



T2 = 



Fig. 2. Forward (a) and reverse (b) measurement configurations. 



(1 - \S22n 



[TG + X2}, 



(9) 
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which indicates that X2 can be identified as T^o, the 
effective input noise temperature for the matched case. 
Equation (9) also demonstrates that two forward mea- 
surements with /"g = but with different Tq would suf- 
fice to determine Go and X2. Similarly, one reverse mea- 
surement with -To = would determine Xi. In principle, 
the real and imaginary parts of X12 could then be deter- 
mined by two measurements with IFgI = 1, but with 
different phase. In practice, of course, perfect termina- 
tions are rare, and we also want to include redundant 
measurements to insure a robust method. Nonetheless, 
the qualitative features just mentioned persist when we 
include multiple measurements and the least-squares fit. 
Go and X2 are determined to large extent by measure- 
ments with the hot and ambient matched sources, and Xi 
is determined by the reverse measurement — if it is per- 
formed. The other measurements serve primarily to de- 
termine Xu- 

2.2 Simulation 

A good description of the use of Monte Carlo simula- 
tion to estimate uncertainties is given in [15]. For the 
simulation, we first chose "true" values for the underly- 
ing quantities. These comprise the noise and scattering 
parameters of the amplifier and the noise temperature 
Tgj and reflection coefficient Fq., of each termination. 
We then chose uncertainties for the Sy, Tb,,, /q,,, and the 
measurements of the output noise temperature. We also 



chose a value for the connector variability. All measure- 
ment distributions were taken to be Gaussian except for 
the ambient temperature. All the results in this paper 
used a rectangular distribution for the ambient tempera- 
ture, to simulate the effect of a laboratory thermostat, 
but the program allows a choice of either rectangular or 
Gaussian distribution for the ambient temperature. 

In studies of noise-parameter measurements, there are 
a myriad of variables whose interdependent effects can 
be studied. The current paper focuses on the dependence 
of the noise-parameter and gain uncertainties on the 
uncertainties in the underlying quantities, for both corre- 
lated and uncorrected uncertainties. For the other vari- 
ables entering the problem, typical or representative val- 
ues are chosen. Thus, for the set of input terminations 
we chose 13 terminations, one of them hot, the rest at 
ambient temperature, with reflection coefficients dis- 
tributed in the complex plane as shown in Fig. 3, where 
point 1 is the hot termination. Similarly, we are not 
studying the manner in which the uncertainties depend 
on the actual noise parameters themselves, so we con- 
sider just one particular set of noise parameters, mea- 
sured for a low-noise amplifier at a single frequency. 
The values used for the "true" values were Go = 
2399 (33.80 dB), X, = 43.402 K, ^2= 113.1509 K, 
X,2 = (-5.8228 -I- 8.48977) K, corresponding to IEEE 
parameters Tmn = 109.6 K (Fn,i„= 1.392 dB), /"opt = 
0.050 + 0.142 j, and t = 176.3 K. 




Fig. 3. Distribution of input reflection coefficients in and on the unit circle in the 
complex plane. The location of /"op, is marked by "opt". 
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We generated simulated measured values for the Sij , 
Ta,i , and /"g , in the standard manner, randomly choosing 
a value from the appropriate distribution centered at the 
true value. For the complex quantities, real and imagi- 
nary parts were generated independently. To generate 
the simulated noise-temperature measurement, we first 
calculated the true output noise temperature from the 
equation for output temperature, using the true values 
for the noise parameters and the termination noise tem- 
peratures and using values for the 5 -parameters and the 
reflection coefficient that differed from the true values 
by random deviates chosen from the connector variabil- 
ity distribution. This complication was included to ac- 
count for the fact that the "true" value for a reflection 
coefficient or 5 -parameter varies with each connection. 
Once the true output temperature for the given connec- 
tion was calculated, a simulated measured value for it 
was generated using the uncertainty in the noise-tem- 
perature measurement as the standard deviation. A com- 
plete simulated measurement set then consisted of the 
measured values for Sij and the measured Tqj, Fg.,, and 
rout., for each of the 13 terminations. 

The complete simulated measurement set was ana- 
lyzed and the noise parameters and gain determined in 
the same way as for a real data set. A weighted-least- 
squares fitting routine was used. To assess the uncer- 
tainties in the noise parameters, we generated a large 
number A^sim of simulated measurement sets with the 
given uncertainties in the underlying quantities. Each 
simulated measurement set was analyzed to produce a 
set of "measured" noise parameters, yielding N,i„, mea- 
sured values for each parameter. The average and stan- 
dard deviation of the measured values were computed. 
The uncertainty in a single measurement of a parameter 
was then computed by combining the standard deviation 
in quadrature with the difference between the average 
and the true value. This is just the root-mean- square 
error (RMSE) of the sample, 



i{y) » RMSE(y) = VVariy) + (y - y,^,f 



(10) 



Statistics for /"opt were computed for its real and imagi- 
nary parts, not its magnitude and phase. For all the 
results in this paper, N^i„, = 1000 was used. 

Correlations in the underlying uncertainties were in- 
troduced by having separate uncertainties for correlated 
and uncorrelated errors. For example, two uncertainties 
were associated with the ambient temperature, one for 
uncorrelated errors (av^.tmc) and the other for correlated 
errors (crr^.cor)- When generating the measured value for 
an ambient-temperature input termination, we added 
two random deviates to the true value, an uncorrelated 
component with aT^_ „„c that is different for each termina- 
tion and a correlated component with o"r,.cor that is the 



same for each. A similar procedure was followed for the 
measured output temperatures; there was a correlated 
error common to all the measurements and an uncorre- 
lated error that is different for each. There was some 
question whether the error in the noise temperature of 
the hot input termination should be correlated with the 
errors in the measurement of the output noise tempera- 
tures, since often the same hot noise source that is used 
as an input termination is also used to calibrate the 
radiometer (or noise figure meter). The simulation pro- 
gram allows it to be either correlated or not, and all the 
results in this paper assumed that the hot input noise 
temperature was correlated with the measurements of 
the output noise temperatures. For the reflection coeffi- 
cients, which are complex, real and imaginary parts 
were treated separately. Correlations were allowed 
among all the real parts and all the imaginary parts, but 
not between real and imaginary parts. This choice was 
a natural extension of the treatment in NIST's uncer- 
tainty analysis of noise-temperature measurements, but 
in future work we intend to allow input of magnitude 
and phase uncertainties, which is the more common 
practice. 

2.3 Program Verification 

The program was checked in several ways to bolster 
confidence in the results. The fitting and analysis mod- 
ules were tested separately and in tandem. Both the 
linear and the nonlinear fitting routines were part of a 
popular commercial package, but we ran tests nonethe- 
less to verify that they were being used properly. The 
fitting module was run with a set of correct values for all 
the Tout's to verify that it found the correct solution in 
that case. We also ran the module with a range of differ- 
ent starting points and verified that it always found the 
same solution, and we manually verified that the solu- 
tion was a minimum of the fitting function. Finally, as 
mentioned above, we used both a linear and a full non- 
linear routine for a test case with only forward measure- 
ments and verified that they produced the same result. 
The simulator was checked by analyzing a set of output 
data and verifying that the data sets for all parameters 
had the correct mean, standard deviation, and correla- 
tions. We also visually inspected graphs of the output 
data to verify that there were no surprises. For the full 
Monte Carlo program, combining the simulator and the 
analysis routine, we compared results for different num- 
bers (100, 1000, 10 000) of simulated measurement sets 
to verify that A'sim = 1000 was sufficient. We also com- 
pared results using different seed values for the random- 
number generator, thus generating and analyzing differ- 
ent data sets. The results of these two exercises 
indicated that the resulting uncertainties were stable to 
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within two or three percent. We ran the program with all 
underlying uncertainties set to zero and verified that the 
resulting noise parameters were equal to the true values 
for all 1000 simulated measurement sets. We also used 
a spreadsheet program to check that the statistics of the 
simulated measurement results were being computed 
correctly by the program. It is, of course, still possible 
that an undetected error lurks somewhere in the pro- 
gram, but at this point it appears unlikely. 



3. Results 

Three different types of results will be presented. The 
first and largest set of results will demonstrate the de- 
pendence of the uncertainties in the output parameters 
on the uncertainties in the underlying parameters. The 
second set of results is for a selection of typical cases, 
meant to be representative of the uncertainties achiev- 
able in some common scenarios, and the third set of 
results is an investigation of the effect of two possible 
enhancements of the measurement set. 

Selected results for the dependence of the output un- 
certainties on the underlying uncertainties are shown in 
Figs. 4-11. To isolate the effect of a single underlying 
uncertainty, these figures show the dependence on one 
underlying uncertainty, with all other underlying uncer- 



tainties set to zero. Figure 4 shows the dependence of the 
uncertainty in the (reduced) gain on the fractional un- 
certainty in the measurement of hot noise temperatures 
for both the case with the errors in all hot noise temper- 
atures completely uncorrelated, and the case with the 
errors in the hot noise temperatures perfectly correlated. 
The fractional uncertainty in the hot noise temperature 
applies both to the hot source used as one of the input 
terminations and to the measurements of the output 
noise temperatures. Figure 4 indicates that the uncer- 
tainty in measuring the noise temperature has a major 
effect on the uncertainty in the gain, as would be ex- 
pected. What may be rather surprising is that if the 
uncertainties in the noise-temperature measurements 
are all perfectly correlated, the resulting uncertainty in 
the gain is very small. This can be understood by re- 
calling from Eq. (9) that the gain is determined primar- 
ily by the difference in two noise-temperature measure- 
ments, and correlated errors cancel in taking the 
difference. A similar, but less pronounced, effect occurs 
for the uncertainty in T^i^, Fig. 5. For those accustomed 
to measuring the characteristics in decibels, an uncer- 
tainty in Go of 100 (for Go = 2400) corresponds to about 
0.18 dB, and an uncertainty of 20 K in r,ni„ (for 
r„,i„ = 1 10 K) corresponds to an uncertainty of approxi- 
mately 0.2 dB in the minimum noise figure. 
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Fig. 4. Dependence of the uncertainty in the gain on the fractional uncertainty in 
measurement of hot noise temperatures, for correlated and uncorrelated uncertain- 
ties in the hot noise-temperature measurements. 
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Fig. 5. Dependence of the uncertainty in T,^i„ on the fractional uncertainty in 
measurements of hot noise temperatures. 
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Fig. 6. Dependence of the uncertainty in r„,j„ on the uncertainty in the reflection 
coefficients of the input terminations and the connector variability. 
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Fig. 7. Dependence of the uncertainty in r„,j„ on the uncertainty in the temper- 
ature of the ambient input terminations. 
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Fig. 8. Dependence of the uncertainty in t on the fractional uncertainty in 
measurements of hot noise temperatures. 
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Fig. 9. Dependence of the uncertainty in t on the uncertainty in the reflection 
coefficients of the input terminations and the connector variability. 
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Fig. 10. Dependence of the uncertainty in /mF„p, on the fractional uncertainty in 
measurements of hot noise temperatures. 
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Fig. 11. Dependence of the uncertainty in /mFopt on the uncertainty in the reflection 
coefficients of the input terminations. 



The uncertainty in the noise temperature of the hot 
source and in the measurement of the output tempera- 
ture is the most important contribution to the uncertain- 
ties in Go and Train- The uncertainty in the input reflec- 
tion coefficients has very little effect on the uncertainty 
in Go, but it does contribute to the uncertainty in r,„i„, as 
shown in Fig. 6. Uncertainties in the real and imaginary 
parts of the input reflection coefficients were taken to be 
equal and uncorrelated and are both called m(F). Figure 
6 also shows the small effect of the connector variability 
on the uncertainty in T,nm- The uncertainty in the ambi- 
ent temperature T^^ab has very little effect on any of the 
measured parameters (although it may, of course, affect 
the actual properties of the device itself). Its most signif- 
icant effect is on the uncertainty in r^in, which is shown 
in Fig. 7. Since a rectangular distribution was used, the 
maximum value of the error in Tamb was used as the 
abscissa. 

Figures 8 and 9 show the uncertainty in f as a function 
of the fractional uncertainty in Thot and in the reflection 
coefficients and connector variability. The uncertainty 
in the imaginary part of Fop, is shown in Fig. 10 as a 
function of the uncertainty in Tho,, and in Fig. 1 1 as a 
function of the uncertainty in the real or imaginary part 
of the reflection coefficients of the input terminations. 
The uncertainty in the real part of /"opt exhibits qualita- 
tively similar behavior. For both t and /"op,, the effect of 
the uncertainty in T^^b is negligible. 



The results thus far demonstrate the dependence of 
the noise-parameter uncertainties on individual underly- 
ing uncertainties, but they do not tell the total uncer- 
tainty due to the combined effect of all the underlying 
uncertainties. For that we evaluated the uncertainties in 
the noise parameters and gain resulting from a few sets 
of underlying uncertainties that we consider typical or 
representative of common situations. The three cases are 
labeled Average (meant to represent average industrial 
laboratory measurements), Good (representing mea- 
surements by a very good industrial laboratory or a 
good standards laboratory), and Very Good (meant to 
represent national standards laboratories). The underly- 
ing uncertainties for the different cases are given in 
Table 1, and the resulting uncertainties in the noise 
parameters and gains are tabulated in Table 2. In Table 
1, MTh.frac is the fractional uncertainty in the noise tem- 
perature of the hot input source, Uj^ is the uncertainty in 
the ambient temperature, u (F) is the uncertainty in the 
real and imaginary parts of the reflection coefficients, 
and Mcon is the uncertainty due to connector variability. 
F,ni„ in Table 2 is the minimum noise figure in decibels, 
defined as 



F„,i„ = 10 log 



Tmin -I- if 



(11) 
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where To = 290 K. The results of Table 2 require little 
explanation. Because the uncertainty in most of the 
noise parameters is dominated by the contribution of a 
single underlying uncertainty, good approximations to 
most of the results of Table 2 could be read from Figs. 
4-11. 

The Monte Carlo simulation can also be used to com- 
pare different measurement strategies. Two variations 
were considered. One was the inclusion of a cold input 
noise source, either instead of, or in addition to, the hot 
noise source. Equation (8) indicates that X2 = T^a occurs 
in conjunction with Tb; if X2 is small, as it is for a 
low-noise amplifier, it should be more easily determined 
if Tq is also small, since the fractional uncertainty in To 
is typically about the same for hot or cold noise sources. 
The second variation is to include a measurement of the 
reverse configuration, with a matched, ambient termina- 
tion on the output of the amplifier [8], [10]-[12] as in 
Fig. 2(b) and Eq. (6). This gives a good, direct measure- 
ment of the parameter X^ , and one would therefore ex- 
pect it to improve the determination of the noise 
parameters, perhaps quite significantly. 



Table 1. Underlying uncertainties used in representative cases 
Case MTh.frac u-rJ^K) u(r) I 



Average 


0.020 


1.0 


0.004 


0.002 


Good 


0.010 


0.8 


0.003 


0.001 


VG 


0.005 


0.5 


0.002 


0.001 



Table 3 gives the results for the uncertainties in the 
noise parameters and gain when these alternative mea- 
surement strategies are implemented. As a baseline, we 
use the VG results from above, which are labeled VG-h 
here, since they used a hot input noise source as the 
nonambient source and no measurement of the reverse 
configuration. For VG-c, we replaced the hot source by 
a cold source (7=78 K), keeping everything else the 
same, and VG-hc uses both hot and cold sources. VG-hr 
indicates that a measurement of the reverse configura- 
tion was added to the VG-h case. Similarly, VG-cr 
indicates the addition of a reverse measurement to VG- 
c, and VG-hcr adds a reverse measurement to VG-hc. In 
all cases, the same 12 ambient-termination, forward- 
configuration measurements were also made. 

The results are not entirely as expected. If we first 
consider the cold input source, we see that using a cold, 
rather than a hot, input source improves the uncertainty 
in Tmin and t, but it increases the uncertainty in Go. 
Using both a hot and a cold input noise source decreases 
the uncertainty in all three. The improvement in the 
determination of Go and t is small, but the uncertainty in 
Tmin is reduced by a factor of two from the VG-h case, 
which used only the hot source, as is the common pro- 
cedure. This result differs somewhat from the result of 
[5], which found that substituting a cold source for the 
hot source decreased all uncertainties. The difference is 
due to different values for the uncertainty in measuring 
the output noise, as explained in the appendix. 

The results of including a measurement of the reverse 
configuration are even more surprising. If a reverse 



Table 2. Noise-Parameter uncertainties for representative cases 

Case Uc„ (dB) Hr,„„ (K) Uf^.^ (dB) u, (K) «Ker„p, M;»r„, 



Average 0.13 

Good 0.07 

VG-h 0.03 



17.1 0.19 26.1 0.040 0.056 

8.8 0.10 16.9 0.026 0.034 

4.2 0.05 9.9 0.016 0.020 



Table 3. Noise-Parameter uncertainties for alternative strategies 



Case 



Uc:„ (dB) Hr„„„ (K) Mf,„„ (dB) 



H,(K) 



VG-h 


0.032 


4.23 


0.05 


9.92 


0.016 


0.020 


VG-c 


0.051 


2.96 


0.03 


8.85 


0.016 


0.020 


VG-hc 


0.026 


1.95 


0.02 


9.71 


0.016 


0.021 


VG-hr 


0.040 


6.81 


0.08 


10.94 


0.017 


0.020 


VG-cr 


0.066 


7.25 


0.08 


11.71 


0.017 


0.020 


VG-hcr 


0.038 


6.31 


0.07 


10.94 


0.017 


0.020 
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measurement with a matched, ambient load is added to 
our basic set of thirteen forward measurements, the un- 
certainty in Xi (not shown in the table) does indeed 
decrease, as expected, but it is more than offset by an 
increase in the uncertainty in X2, and as a result the 
uncertainty in both Train and t is increased. The same is 
true when a reverse measurement is added to VG-c or 
VG-ch. This result seems counter-intuitive (at least to 
the author), but it can be understood by noting that a 
good measurement of Xi effectively reduces the number 
of degrees of freedom left in the model, and this reduced 
number of free parameters must account for all the vari- 
ation induced by the underlying uncertainties. We 
checked the result by considering the case in which the 
true value of Xi was known a priori , and only the re- 
maining three noise parameters and the gain were deter- 
mined by the fit to the measurements. This case also 
resulted in increased uncertainties for T,nm and t com- 
pared to the case in which Xi was not known and was 
determined with the other parameters from the fit to the 
measurement results. We therefore conclude that unless 
one's interest is in the value of Xi, it is not always helpful 
to include a measurement of the reverse configuration. 
(This conclusion could be very dependent on the values 
of the noise parameters of the amplifier or device.) 



4. Summary and Discussion 

A Monte Carlo simulation was used to evaluate the 
uncertainties in noise-parameter measurements arising 
from uncertainties in the underlying variables, which 
could be either correlated or not. The dependence of the 
individual noise-parameter uncertainties on the different 
underlying uncertainties was shown, and some general 
qualitative features emerged. The uncertainty in the gain 
is due almost entirely to the uncertainties in the hot input 
source and the measurement of the output noise temper- 
ature. The uncertainty in T,„m is due primarily to the 
uncertainty in the hot noise temperature and the mea- 
surement of the output noise temperatures, but it also 
can receive a significant contribution from the uncer- 
tainty in the reflection coefficient of the input termina- 
tions. Both the reflection coefficients and the hot input 
and output noise temperatures contribute to the uncer- 
tainty in t. For Fop, the uncertainties in the input reflec- 
tion coefficients produce the largest effect, but the un- 
certainty in measuring the output noise temperature also 
contributes. The connector variability and the uncer- 
tainty in the ambient temperature have little effect on the 
uncertainties in any of the output variables, except pos- 
sibly in extreme cases. Changes in the ambient temper- 
ature can affect the actual properties of an amplifier, 
however. Correlations among the underlying uncertain- 



ties increase the output uncertainties in some cases and 
decrease them in others; the most dramatic effects of 
correlations are reductions in the uncertainty in the gain 
for correlated errors in measuring the output noise tem- 
perature. 

The Monte Carlo program was also used to compute 
the total uncertainties in the output variables for some 
representative cases and to evaluate two possibilities for 
improving the accuracy of noise-parameter measure- 
ments. We found that inclusion of a cold input noise 
source, in addition to the hot source usually used, re- 
duced the uncertainty in T,„m by a factor of two. It also 
reduced the uncertainty in the gain slightly and provided 
a more robust measurement of the gain. On the other 
hand, addition of a measurement of the reverse configu- 
ration was found to increase the uncertainties in the 
usual IEEE noise parameters. 

There are a few limitations to the present work which 
remain to be addressed in the future. The results pre- 
sented were for only one particular set of values of the 
output parameters. We have evaluated the uncertainties 
for some other values, but do not yet have general quan- 
titative rules for the output uncertainties. The qualitative 
conclusions concerning which underlying uncertainties 
control which output uncertainties are likely to hold in 
general. One factor that may affect the size of some of 
the uncertainties is the location of /"opt, particularly since 
there are empty areas in our distribution of input reflec- 
tion coefficients. Fig. 3. We expect to use the program to 
perform additional studies of the uncertainties in differ- 
ent situations and of other possible measurement strate- 
gies. 

There are two modifications that should and will be 
made to the program itself. The input will be modified 
so that it accepts uncertainties for the magnitude and 
phase of the reflection coefficients, rather than for the 
real and imaginary parts. Also, the program will be 
modified so that it can accommodate measurement and 
analysis of the output noise power, rather than noise 
temperature. Another possibility would be to produce a 
version that would work with other popular analysis 
programs. Finally, if there is sufficient interest, the pro- 
gram will be made more user-friendly and made avail- 
able for distribution. 



5. Appendix 

There is a qualitative difference between the present 
results and those of [5] when a cold source is substituted 
for the hot source as the non-ambient input noise source. 
In [5] the uncertainty in both Go and r,ni„ decreased, 
whereas in the present work the uncertainty in Go in- 
creased. The difference is due to the different values 
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assigned to the fractional uncertainty a in measuring the 
output noise, taken to be 0.001 in [5] and 0.01 in the 
present work. This can be understood by considering the 
simple, matched case of Eq. (9), further simplified by 
taking ^22 = 0. Then the two measurements to determine 
Go and X^ = T^o (which controls T,nm) are the familiar 

p^ = Go{T^ + X2), p, = Go{T, + X2), (A.l) 

which yield 



T^h - YT^ Ph- p. 

A2 = —Tr ; — , (-70 = T 



.Ph 



1 



7 c 



(A.2) 



We have neglected factors of k^ and have considered the 
case in which output power {ph and p^ for hot and cold 
input) is measured; measurement of output noise tem- 
perature yields the same results. If we assume all corre- 
lations are absent, then the uncertainty in X2 can be 
written as 



2 ul^+Tul T^ + XA 2 

"^2 = ^Y- ly [ y- 1 ' 



(A.3) 



where a is the fractional uncertainty in measuring the 
output power. There are two sources of uncertainty for 
X2: how well the input noise temperatures are known 
(mt-^, UtJ and how well the output noise can be measured 
(a). For practical cases with hot (10 000 K ± 100 K) 
and ambient (296 K ± 0.1 K) input sources and a low- 
noise amplifier {X2 ~ 100 K), the first term dominates 
for reasonable values of a, and Ux^ ~ ujJY. If an ambi- 
ent source and a cold source (80 K ± 0.8 K) are used, 
the first term of Eq. (A.3) is significantly reduced, and 
although the second term increases, the net effect is a 
reduction of Ux^ for both a = 0.01 and 0.001. This is 
consistent with the present results and those of [5]. 

The fractional uncertainty in the gain can be written 
as 



UgX _ a\{T^, + X2y + {T,+X2y] ^ u^, + Mr^ 



{T^ - T,y 



(T-h - T,y 



(A.4) 



For hot plus ambient-temperature input sources, this is 
approximately 



tr-^*(t)' 



(A.5) 



whereas for ambient plus cold input sources it becomes 



The situation now is quite different, depending on 
whether a = 0.01 or 0.001. If a = 0.001, as in [5], the 
second term dominates, and the uncertainty is smaller 
for hot plus ambient than for ambient plus cold. If 
a = 0.01, however, the two terms are comparable, and 
the uncertainty in the gain is somewhat larger for the 
cold plus ambient case, as observed in the present work. 
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